1. Introduction {#sec1}
===============

Mechanical ventilation (MV) is a procedure that should be applied in intensive care units (ICU) where the patients will be strictly monitored by experienced teams. However, many patients in need of intensive care are obliged to be monitored outside of the ICUs. In the USA, the patients admitted to the ICUs between 2008 and 2009 increased by 48.8% compared to the past six years.[@bib1] Annually over 240,000 patients in the USA needs mechanical ventilation in the emergency department (ED) which is 0.23% of all ED admissions. A one-quarter of these patients remain in the ED for more than 5  hours, and their mortality is significantly higher than the other patients admitted to the ICU.[@bib2] In Japan, it is reported that 46.4% of patients[@bib3] requiring MV are monitored in non-ICU settings. EDs is one of these places that frequently monitor mechanically ventilated patients. The increase of the length of stay in the ED leads to an increase in mortality and MV duration of the patients.[@bib4]^,^[@bib5]

The number of EDs with special care areas such as critical care units or ED intensive care units (ED-ICUs) for treating critically ill patients are increasing. Even though, these areas are uncommon, they should be properly equipped and staffed when available[@bib6] because inadequacy of these units is an important problem which negatively affects the long-term outcome of critically ill patients. For instance, acute lung injury has been reported in %9.5 of the non-trauma patients that MV is applied to in the EDs.[@bib7] However, the lung protective strategy is rarely being used and the tidal volumes applied to patients are highly variable.[@bib8] Hyperoxemia incidence of the MV-initiated patients in the ED is reported as %43.5, and the mortality is increased in these patients.[@bib9]

In conclusion, emergency physicians are obliged to have the required skill set to follow patients in MV, even if it is short-term, because it affects the patient outcome. Therefore, all emergency physicians should be well informed about MV settings and their monitoring. This review will summarize the current literature of the basic concepts, appropriate clinical applications, monitoring parameters, components and mechanisms of MV in ED. However, even if its basic application is not changed, the use of MV and monitoring of the patient can vary in line with the facilities of the given ED existing equipment, and experience of the team. In accordance with a protocol, it is reported that monitoring of the patients in MV positively affects clinical outcomes.[@bib10] Therefore, EDs should consider using a mechanical ventilator protocol designed for mechanically ventilated patients in each hospital.

2. Features of mechanical ventilators {#sec2}
=====================================

Although mechanical ventilators are generally classified as negative and positive pressure ventilators, negative pressure ventilators are rarely used today. The first positive pressure ventilators appeared in the 1940s. However, they began to become widespread after the reduction of mortality in mechanically ventilated patients in the polio epidemics of the 1950s.[@bib11] The developments in engineering enabled the switch from the devices that initially only guaranteed the set tidal volume at a certain respiratory rate to the devices used today, which monitor the patient\'s condition and respiratory dynamics and adjust the respiratory parameters to the patient\'s needs.

Today, physicians use a wide range of devices in the hospital and pre-hospital settings. Considering the purposes of use and characteristics, we can classify the devices we use in the invasive mechanical ventilation in the EDs in three groups;

2.1. Manual ventilators {#sec2.1}
-----------------------

Manual ventilation is usually performed with a balloon valve mask in EDs, also anesthetic type breathing circuit can be used in practice. It is frequently used during the transfer to the hospital and during the transport from the EDs to the ICUs and diagnostic procedures. Complications such as hyperventilation and respiratory alkalosis might occur during manual ventilation,[@bib12] and it might cause lung damage due to excessive ventilation.[@bib13]

2.2. Portable ventilators {#sec2.2}
-------------------------

These are the preferred instruments for the transport of mechanically ventilated patients. Portable devices can be examined in three groups; \[1\] automatic resuscitator; typically gas powered, provides a set breathing frequency and pressure, and the only alarm is for high pressure; \[2\] simple portable ventilator: they have partial security systems, and the tidal volume can be adjusted; \[3\] sophisticated portable ventilator; these are portable ventilators with different modes and monitoring features and allow spontaneous breathing.[@bib14]

The connections of the portable ventilators are often simple. Reusable circuits or disposable circuits are available for use. With reusable circuits, a filter change is needed in each patient. Despite the convenient use of the portable ventilators during transports, they operate with a battery which is an important handicap and it should be checked before transport and a balloon valve mask should be available. These devices are often used with oxygen tubes. In addition to the patient\'s needs during their use, there must be enough oxygen supply to provide the bias flow through the breathing circuit and to control the ventilator cycle itself.[@bib15]

2.3. Intensive care ventilators {#sec2.3}
-------------------------------

These devices, which were initially only volume-controlled and could not able to detect the triggered breaths of the patients, did not have a monitor or alarm. In the second-generation devices, the trigger of the patients was possible, and some parameters such as respiratory rate could be monitored. Shortly after, intermittent positive pressure ventilation (IMV) began to be used, and pressure-controlled and pressure-assisted ventilation was used in clinical practice over time. Third generation devices using microprocessors were produced with technological developments. Flow triggering was introduced in these devices, gas delivery, and monitoring was possible, and synchronizedintermittent mechanical ventilation (SIMV) was applied, and pressure assistance could be given. Today\'s complex and versatile devices are known as fourth generation devices, and the most important feature of these devices is that a wide variety of modes have been brought into use by companies.[@bib16]

Current ventilators roughly consist of a control unit, monitor and alarm/warning panels and most of them are based on closed-loop circuit control. The initiator of inspiration might be the pressure or flow in the respiratory tract, whereas the terminator is one of the factors such as set pressure, volume, time and flow. At the end of the inspiration, the gas flow stops, and the expiratory phase begins. The monitoring characteristics of the devices and the complexity of the modes particular to the companies are generally variable. By means of the use of microprocessors with technological advances, these complex modes and monitors, which are developed for safer breathing of the patients, increasing patient-device compliance, better gas exchange and facilitating the work of the users, the basic equipment and connections of the devices are similar although it might be confusing for new users ([Fig. 1](#fig1){ref-type="fig"}). The devices cycles are generally classified from inspiratory phase to expiratory phase rotation methods; The machine\'s signal to terminate the inspiratory activity is either a preset volume (volume-cycled ventilation), a predetermined pressure limit (pressure-cycled ventilation) or a preset time factor (time-cycled ventilation).Fig. 1The mechanical structure and connections of a mechanical ventilator (Adopted from Ref. [@bib11]).Fig. 1

3. Mechanical ventilator connections and basic parameters {#sec3}
=========================================================

The breathing circuits that connect the patient with the mechanical ventilator need their own sensor and are therefore they can be suitable for brands or general use. For this reason, physicians need to get acquainted of the connections of the device and the additional consumable materials needed. Ventilator circuits are generally single-use and dual-limb. Especially in portable devices, reusable single-limb circuits requires a filter change. Respiratory system filters can be of bacterial filters, heat and moisture exchangers or combined type and are important not only for holding the bacteria but also for particulates so as to ensure safer breathing of the patient and protect the device, personnel and of course the patient. These can be attached to the expiratory inlet of the device to prevent the contamination of the device, to the inspiratory outlet to prevent infection of the patient with contaminated gas from the machine or to the Y line of the breathing circuit and to the inlet of the pressured gas source to prevent both. Although there are studies on the effectiveness of the use of filters to protect circuits from bacterial contamination, there is no evidence that the use of filters protects from ventilator-associated pneumonia (VAP). For this reason, the recommendations on the use of filters vary between countries. British Society for Antimicrobial Chemotherapy recommends the use of appropriate filters to protect circuits from bacterial contamination and following of the national guidelines with regard to the use of expiratory filters for patients suffering from highly communicable infections.[@bib17]

Humidification of the gas inspired by mechanical ventilation is standard in practice. This can be done actively or passively. In active humidification, the inspiration air is passed through or above a heated water bath. In passive humidification, the humidity taken from the patient in expiration is given back to the patient in inspirium. For this purpose, heat and moisture exchangers (HMEs) with bacteria filter feature are connected between the intubation tube and the Y connection of the breathing circuit which can be used safely without being changed to 48 h. The incidence of VAP is reported to be less in passive humidification than the active humidification.[@bib18] Using semi-recumbent position (30-45°) after the patient connected to the mechanical ventilator is another method to prevent VAP. This position must also be maintained during the transfer of the patient.

The parameters set on the control panel vary according to the breathing pattern (mode) selected and the device used. It should be noted that the values measured in the control unit may differ from the values measured in the monitoring panel. The basic parameters of invasive mechanical ventilation:

3.1. The fraction of Inspired Oxygen (FiO~2~) {#sec3.1}
---------------------------------------------

In all mechanical ventilators, oxygen given by inspiration can be adjusted. The level is between 21% and 100% (0.21--1.0). Since the patients are frequently intubated due to hypoxia in the ED, it can be initially selected as 100%. To avoid oxygen toxicity, it should be titrated according to oxygen saturation and PaO2 measurements and should be reduced below 50% if possible. It is not possible to mention a single target value for ED patients, but oxygen saturation should be greater than 88--94%, PaO2\> 60 mmHg, although this may vary depending on the medical cause. Liberal oxygen delivery is harmful,[@bib19] and it is reported that high FiO2, low or high PaO2 in the first 24 h increases mortality in mechanical ventilation.[@bib20]

3.2. Respiratory Rate (RR or frequency: f) and Minute Ventilation {#sec3.2}
-----------------------------------------------------------------

Respiratory rate set in MV is the target respiratory rate for the patient in the absence of spontaneous breathing in CMV and A/C mode, and the number of respirations to be synchronized with both the target minimum respiratory rate and patient effort in SIMV mode. The frequency for a normal patient can be set at 12--16/min but should be adjusted according to the patient\'s metabolic status. For example, a tachypneic patient with metabolic acidosis should initially be simulated and respiratory rate kept high.

The frequency value seen on the monitor panel is the sum of the patient\'s spontaneous breaths given/assisted by the mechanical ventilator. Therefore, the patient\'s tidal volume (V~T~) and frequency should be observed carefully. In IMV, normal minute ventilation is 7--10 L/min (Minute ventilation \[V~E~ or Vexp\] = V~T~ X f). In patients with septic and/or metabolic acidosis who are likely to breathe in high frequency with spontaneous breathing effort, or in patients with an insufficient tidal volume such as ARDS, minute ventilation should be meticulously monitored, and V~T~ and frequency should be readjusted if necessary.

3.3. Inspirium: Expiratory Rate (I:E) {#sec3.3}
-------------------------------------

A breath cycle in IMV is an entire duration of the inspiration and the expiratory time (Ti + Te). The monitoring or appropriate adjustment of these durations is also important for the effective ventilation of the patient. The inspiratory/expiratory ratio (I: E ratio) in a normal patient is 1:2. Extension of expiration is important for CO2 excretion and the extension of inspiration is important for oxygenation. In the case of obstructive type diseases with -hypercapnic respiratory failure or risk, the ratio of I:E should be changed to 1:3 and above in favor of expiration; in patients with oxygenation problems such as ARDS, the I:E ratio should be changed to 1:1 and above in favor of inspiration. The I: E ratio might vary with many interventions:•*Changing frequency or minute ventilation*•*Changing Ti and Texp* or adding an inspiratory pause•*Changing the respiratory waveform*: The expiratory length in the square form is extended. Therefore, it should be preferred in obstructive respiratory failure.•*Changing the flow rate*: Most ventilators allow us to change the flow rate according to the need of the patient. 60L/min is sufficient in many patients. When the flow rate is increased, the set tidal volume is reached more quickly, the inspiratory time is shortened, the expiratory is extended, and the risk of developing auto-PEEP is reduced. For this reason, the flow rate is increased in obstructive type respiratory failures and decreased when the inspiration is demanded to extend.

3.4. Trigger and Trigger sensitivity {#sec3.4}
------------------------------------

A breath can be triggered by ventilator or by the patient. The trigger is the setting that determines the initiation of this breath. When ventilation performed only by the device and carried out with rescue breaths, the frequency determined for the patient determines the initiation time of respiration which is called time-triggered ventilation. With current devices, patient-triggered respiration can take place with four methods; pressure triggering, flow triggering, volume triggering, or shape-signal triggering.[@bib21] ICU ventilators are often operated with pressure or flow trigger which facilitates breathing with pressure or flow changes in respiratory tract. The pressure trigger sensitivity is often set in the range of -1 to -3 cmH~2~O, and the flow trigger sensitivity is often set in the range of 2--3 L/min. If it is too high, the device is hardly stimulated, and the patient\'s respiratory workload is increased. If it is too low, the device might be stimulated more than necessary. Flow trigger is more sensitive, it detects the patient\'s effort more easily, and the patient can trigger the device with less effort.

3.5. Tidal Volume (V~T~) {#sec3.5}
------------------------

Conventionally, initial V~T~ was recommended as 8--10 mL/kg \[predicted body weight-PBW\] in cases other than ARDS, but this approach shown to be not correct in the recent years. In a recent study, it has been reported that the use of low V~T~ in undamaged lungs has no effect on ventilator-free days,[@bib22] however, initial ventilation of both damaged and undamaged lungs with 6--8 mL/kg PBW is recommended in the EDs.[@bib23], [@bib24], [@bib25] Additionally, it should be considered that many patients with mechanical ventilation indication in the ED have damaged the lung. It is reported that the use of low V~T~ in MV in patients with ARDS in the ED has a positive effect on mortality and ventilator-free days.[@bib10] Some authors have recommended that the lung protective ventilation strategy starting from 6 to 8 mL/kg PBW on non-ARDS patients, 6 mL/kg PBW on ARDS and adjusting V~T~ according to plateau pressure has a positive effect on the reduction of mortality and on ventilator-free days.[@bib10]^,^[@bib26]

When determining V~T~, the predicted body weight can be determined by calculating the ideal weight of the patient according to gender and height.[@bib27]

3.6. Airway Pressure {#sec3.6}
--------------------

During mechanical ventilation, there are five different airway pressures, which can be externally adjusted and occur during breathing. One of them is PEEP, which is one of the main determinants of oxygenation. The others are the pressures that we need to follow from the monitor during breathing and the pressure that is used in patient\'s management ([Fig. 2](#fig2){ref-type="fig"}).Fig. 2The pressures measured in mechanical ventilation. Note that inspiratory pause is applied for the plateau pressure measurement.Fig. 2

### 3.6.1. Positive end-expiratory pressure (PEEP) {#sec3.6.1}

PEEP is the positive pressure at the end of expiration for preventing damaged airways and collapse of alveoli, keeping them open, and increasing/facilitating oxygenation. Initially, it is set to 5--8 cmH~2~O and can be increased 2 cmH~2~O at 10--15min intervals according to the patient\'s need.[@bib21] High PEEP might cause negative cardiovascular findings due to the increase of intrathoracic pressure and intracranial pressure due to the decrease of venous turn. In patients with ARDS with resistant hypoxemia, oxygenation is improved if high PEEP is applied. Fuller et al. used a protocol where they proved the efficacy of lung protective ventilation in ED; if the estimated BMI\> 30, 8 cmH~2~O PEEP applied and if the BMI\> 40, 10 cmH2O PEEP applied and it has been reported that high PEEP application has a positive effect on the prognosis of patients with ARDS in ED.[@bib10]

### 3.6.2. Peak inspiratory pressure (P~peak~or PIP) {#sec3.6.2}

PIP is the maximum airway pressure that occurs during inspiration. PIP is the sum of the pressures that occur with the resistance of the patient\'s lungs and the pressures throughout the entire circuit. It can be read in real-time on the mechanical ventilator screen during each breath. High readings might indicate that there is high pressure in small airways or a problem that raises pressure throughout the circuit. PIP should be \< 35--40 cmH~2~O.

### 3.6.3. Plateau pressure (P~plat~) {#sec3.6.3}

P~plat~ is the inspiratory pressure measured in the airway at the end of inspiration. Unlike PIP, it indicates only alveolar pressure and is therefore purely indicative of alveolar elasticity. This parameter should be monitored to avoid barotrauma. P~plat~ is measured by pressing the inspiratory pause key for a few seconds, thus preventing the initiation of expiration at the end of the inspiration ([Fig. 2](#fig2){ref-type="fig"}). It can therefore only be measured during volume-targeted (VC) ventilation. High Pplat is an indication that the tidal volume given to the patient is high and should be reduced. In order to avoid barotrauma, it should be kept below 30--35 cmH~2~O. In ARDS patients, it is tried to be kept below 30 cmH~2~O.

### 3.6.4. Driving Pressure (*ΔP*) {#sec3.6.4}

Driving pressure is the difference between P~plat~ and PEEP. Higher *ΔP* related to increased mortality, suggesting that it can be used for prognosis determination with higher accuracy than the other parameters in the recent meta-analyses. The static compliance of the respiratory system is the ratio of V~T~ to *ΔP* (C~RS~= V~T~/*ΔP*). For this reason, *ΔP* represents V~T~ corrected according to static compliance, and it might be a better method to monitor as a safety limit during mechanical ventilation. There is insufficient evidence to determine a specific cut-off when using it in monitoring. However, 15 cmH~2~O can be determined not as a target but a safety limit. If *ΔP* ≥ *15* cmH~2~O, recruitment maneuvers, prone position, neuromuscular blockade and limitation of V~T~ with 6 mL/kg PBW in ARDS patients; decrease of V~T~ to 5--6 mL/kg PBW and the optimization of PEEP in the other restrictive lung diseases is reported as an approach, yet, the evidence of such an approach is not sufficient ([@bib28]).

4. Mechanical ventilation modes {#sec4}
===============================

Mechanical ventilator modes can be divided into volume-targeted ventilation, pressure-targeted ventilation, and dual-controlled modes. Pressure-targeted and volume-targeted modes allow targeted pressure or tidal volume adjustment, but most devices provide a function through control of the flow, not through volume or pressure.

4.1. Volume-Targeted Ventilation {#sec4.1}
--------------------------------

Volume-Targeted Ventilation also named as volume preset, volume control, volume assist or volume cycled ventilation. When volume-controlled ventilation is set, each breath delivered by the device is supplied with the preset inspiratory flow-time. Since the area under the flow-time curve defines the volume, V~T~ remains constant and is not affected by the patient\'s effort. The square waveform or decelerating inspiratory flow for the inspiratory flow-time profile are commonly used. For volume targeted ventilation, apart from FiO~2~, PEEP, trigger mode and sensitivity,[@bib1] V~T~[@bib2]; inspiratory waveform[@bib3]; mandatory respiratory rate \[f\][@bib4]; and timing such as inspiratory/expirium ratio or inspiratory time/total breathing time and inspiratory time (T~i~) is set.[@bib29]

4.2. Pressure-Targeted Ventilation {#sec4.2}
----------------------------------

Pressure-Targeted Ventilation also named as pressure-cycled, pressure-limited, pressure-control, pressure-assist, or pressure-targeted ventilation.[@bib23] The pressure control is determined by the user, and the device generates inspiration in the patient\'s airway and cuts off the gas flow when the pressure limit is reached. The generated V~T~ and inspiratory flow are might vary depending on the respiratory resistance, impedance and inspiratory effort of the patient. If the airway resistance increases depending on the patient\'s lung and chest wall resistance, the inspiration time (Ti) and VT are reduced; as a result, VT does not reach a fixed value and is variable. This might lead to reduced minute ventilation, hypoxemia and carbondioxide retention.[@bib29] Although the risk of barotrauma is considered to be low due to the control of the target pressure, the variable VT is an important problem for patients who are targeted for lung protective ventilation, such as ARDS patients. There is insufficient information about the use and advantages of pressure targeted or volume targeted methods in patients with Acute lung injury and ARDS.[@bib30]

For Pressure-Targeted ventilation, apart from FiO~2~, PEEP, trigger mode and sensitivity, \[1\] respiratory rate \[f\]; \[2\] inspiratory pressure (pressure high or peak airway pressure \[Paw\]); \[3\] inspiration time \[T~i~\] or I/E ratio is adjusted.

4.3. Frequently Used MV Modes {#sec4.3}
-----------------------------

A typical example of volume-controlled ventilation is Controlled Mechanical Ventilation (CMV). It is named as V-CMV, P-CMV depending on being volume targeted or pressure targeted. Volume controlled CMV is the simplest form of mechanical ventilation. The determined tidal volume is given to the patient with a set respiratory rate. This mode is time-triggered and time-cycled, ignoring spontaneous breathing. Therefore, it can only be used in paralyzed, sedated or apneic patients. It creates problems such as coughing, incoordination with the mechanical ventilator (\'fighting the vent\') on the patients who are awake even slightly. This mode is not suitable for long-term ventilation because it may cause atrophy in the respiratory muscles. A/C and SIMV are the most commonly used modes in EDs.

### 4.3.1. Assist-Control Ventilation (A/C) {#sec4.3.1}

In Assist/Control mode ventilation (A/C), the tidal volume/peak pressure level and the respiration rate is determined, and the patient is provided with a guaranteed tidal volume or intrinsic pressure (pressure targeted or volume targeted). The ventilator guarantees that each triggered breath reaches the desired volume or pressure. Its main feature is that *each breath triggered or generated by the device is the same*. The patient can determine his own respiratory rate, but the breaths are tidal volume or Paw controlled or supported. It guarantees the user-defined respiratory frequency when it is not triggered by the patient. For this reason, each breath is time-cycled (controlled) or volume/pressure-cycled (assisted).

Since it can be triggered and supported by the patient, it requires less workload for the patient, and it is easy for the user to prevent respiratory acidosis and alkalosis. However, it might cause breath stacking and auto-PEEP development on the patient with tachypnea since there might not be enough time for exhalation or respiratory alkalosis. It requires strict monitoring to prevent plateau pressure and dynamic hyperinflation to prevent barotrauma.[@bib31]

### 4.3.2. Synchronized Intermittent Mechanical Ventilation (SIMV) {#sec4.3.2}

SIMV allows synchronizing between the mandatory breath set for the patient and the mandatory respiration of the device to support these breaths to the desired parameters. Its main feature is being *synchronized*. In SIMV, when the patient-assisted breaths are in the assist window (in the number of frequencies that is set), it provides respiration guaranteeing the volume or pressure target ([Fig. 3](#fig3){ref-type="fig"}). If the patient does not have breathing effort in the time window determined by frequency, he guarantees the breath at the determined frequency. Due to synchronization, the patients who are awake breathe relatively more comfortably.Fig. 3Volume and Pressure to time waveforms during volume targeted SIMV and SIMV + PS ventilations. Note that when there is no pressure support, spontaneous breaths occur without support (yellow arrow) and when there is support, they occur with increased tidal volume (green arrows). (For interpretation of the references to colour in this figure legend, the reader is referred to the Web version of this article.)Fig. 3

### 4.3.3. SIMV-PS {#sec4.3.3}

If no pressure support is additionally added to SIMV, breaths greater than the frequency setting are not supported. In SIMV-PS respiration, a PS is determined in addition to the standard SIMV settings to increase the volume of the patient\'s spontaneous breaths or to overcome the resistance of the endotracheal tube. In this case, the patient can adjust his own breathing rate and make pressure-assisted breaths ([Fig. 3](#fig3){ref-type="fig"}). Apart from the weaning phase, the use of SIMV is often done with PS support.

### 4.3.4. Pressure-Support Ventilation (PSV) {#sec4.3.4}

PSV is a mode that provides partial ventilation support and is usually the preferred mode in the weaning phase. When patients are not sedated, paralyzed, and retain their respiratory dynamics this mode is frequently used. This mode is come into prominence in intensive care units by preventing the development of atrophy of the respiratory muscles due to its little need for sedation. In this mode, each respiratory cycle is triggered by the patient and supported by the mechanical ventilator. The trigger of the respiratory cycles that reach the desired/limited pressure setting by the patient that is more comfortable and generates a respiratory dynamic that requires less sedation. Its main feature is that *the device only controls the pressure support level*.

5. Which mode should we use in ED? {#sec5}
==================================

It is difficult to answer such a question with a single answer. Numerous factors may be determinative, such as the device to be used, the user\'s experience, the patient\'s medical condition and the expected time for MV. The A/C mode, which is present in almost all ventilators in the EDs, is a good initial mode in patients with metabolic and respiratory acidosis. Volume controlled A/C ventilation is the most preferred mode in EDs, ARDS patients and the other indications[@bib8]^,^[@bib10]^,^[@bib26] and it is recommended as a first choice by some authors.[@bib24]^,^[@bib32] In the USA, it is the most preferred approach in intensive care units[@bib33] and A/C volume-controlled mod is used in the original study testing low tidal volume in the ARDS patients.[@bib34] In this mode, the patient can control each breath by self-initiating, and if only breathing effort is slower than the determined frequency, the ventilator will give the mandatory patient breath, thus creating a more natural cycle of ventilation. However, in this mode, all parameters except the initiation of respiration are controlled by the device, so it can be challenging for the patient if he wants to breathe more than the specified volume, or if the patient\'s own inspiratory tendency is greater than the number of breaths determined.[@bib25]

SIMV is the preferred mode of initial MV by some physicians, probably because it requires less sedation and allows the patient to have spontaneous respiratory efforts. In this mode, when the breaths below the specified frequency are not supported, the patient needs to create sufficient inspiratory force to overcome the resistance of the breathing circuit and the intubation tube. However, adding additional pressure support to the patient\'s spontaneous breaths can help to cope with this problem.[@bib25] This application is named SIMV-pressure support ventilation. It is reported that physicians in Australia and New Zealand use this mode most frequently.[@bib35] In the PRoVENT study evaluating the MV practice in 16 countries in ARDS patients, SIMV and pressured controlled ventilation are reported as the most frequently used modes.[@bib36] Ortiz et al. reported that SIMV is used more frequently in North America when compared to different regions and is often used in trauma, less severe diseases and postoperative patients. In the same study, there was no difference between the duration and mortality of mechanical ventilation of patients who were ventilated with SIMV-PS and AC.[@bib37]

In conclusion, the mode in the ED should be selected according to the medical team\'s experience and the medical condition of the patients, however, VC-A/C ventilation might be the first choice in most cases.

6. Monitoring the patient in MV {#sec6}
===============================

Fuller et al.[@bib10]^,^[@bib26] reported that mechanical ventilator adjustment and low tidal volume ventilation resulted in improvement in survival and ventilator-free days in accordance with a protocol after selecting a suitable mode for the patient in the ED. The reason for the monitoring of mechanical ventilation in the ED may be various conditions such as COPD, asthma, trauma, poisoning, and ARDS. And it is not possible for a single protocol to be used of the standard patient monitoring parameters for all patient groups. The initial settings can be used in different patient groups and what should be considered in monitoring are summarized in [Fig. 2](#fig2){ref-type="fig"}. However, these settings should only be considered as guides and should be arranged for each patient according to the monitored patient\'s hemodynamic findings, current clinical condition and the parameters monitored in the mechanical ventilator. The effectiveness and changes in the vital findings of respiration should be monitored for a while without leaving the patient\'s bedside once the MV is initiated in the ED.

In addition to continuous cardiac monitoring and oxygen saturation monitoring, continuous capnography should be part of standard care. Capnography provides the advantages of mechanical ventilation, monitorization of the severity of pulmonary disease, monitoring of metabolic status as well as immediate recognition of obstruction in the tube or circuit.[@bib38] Capnography is an ideal method for evaluating patients with ventilation, perfusion or metabolic problems. However, patients with intubation indications in the ED often have multiple problems. EtCO~2~ of a patient with perfusion problems decreases, but it may increase in patients with ventilation problems. Flow rate decreases with low V~T~, which might lead to a decrease in EtCO~2~,[@bib39] therefore, the estimation of PaCO~2~ by EtCO~2~ measurement is a controversial issue. Razi et al. reported that the difference between PaCO~2~ and EtCO2 during respiration with SIMV was 3.37 ± 7.93 mmHg.[@bib40] In contrast, other studies showed, PaCO~2~ was found to be roughly 7 mmHg higher than EtCO~2~ in patients with MV, while the correlation was better during elective surgery and worse in patients with severe lung diseases.[@bib41] EtCO2 concordance with PaCO~2~ is worse in different PEEP levels, sedation levels, the presence of spontaneous breaths, severe thoracic trauma, poor perfusion, hypotension or severe lung diseases.[@bib42]^,^[@bib43] As a result, capnography should be evaluated together with the other factors of the patient in the monitoring of the patient with MV.

The peak airway pressure should be monitored in the MV. Peak pressure can be seen on all ventilator monitors. The plateau pressure indicates the elasticity of the chest wall and the lung parenchyma. The plateau pressure can be monitored by adding inspiratory pause (0.5 s) in volume-controlled ventilation. Plateau pressure and driving pressure are used as a guide for determining the volume to be given to the patient. ARDSnet study reported that if V~T~ application was started with 6 mL/kg PBW V~T~ and decreased by 1 mL/kg V~T~ (minimum 4 mL/kg PBW) in case of plateau pressure\> 30 cmH~2~O, a 22% reduction in mortality compared to the traditional V~T~ application and ventilator-free days were improved.[@bib44] In studies evaluating patients with acute lung injury, it\'s emphasized that low V~T~ application is not frequent, even though V~T~ was set according to keeping plateau pressure below 30 cmH~2~O.[@bib45] Recent studies have shown that in non-ARDS patients in the ED, initiation of V~T~ 6--8 mL/kg PBW and Plateau pressure of 30 cmH~2~O are targeted and, if necessary, with adjustment of V~T~, providing a significant improvement in the prognosis of lung protective ventilation patients.[@bib10]^,^[@bib26]

The driving pressure (ΔP), calculated by the difference between plateau pressure and PEEP, is one of the parameters that can be used in patient management currently. High driving pressure predicts ARDS development in critically ill patients in ICU.[@bib46] Even though the evidence is insufficient, the authors state that keeping the driving pressure under 15 cm H~2~O can be used as a safety limit if the driving pressure≥15cmH~2~O, reduction in V~T~ and PEEP optimization can be considered.[@bib31]

Dynamic hyperinflation is an important problem in the monitoring of patients with obstructive respiratory failure in the ED. Dynamic hyperinflation is defined as an increase in end-expiratory volume as a result of constant inadequate expiration ([Fig. 4](#fig4){ref-type="fig"}). Dynamic hyperinflation is associated with alveolar autogenerated PEEP known as auto-PEEP or intrinsic PEEP.[@bib47] This might lead to increased intrathoracic pressure, decreased venous return, reduced preload, decreased left ventricular compliance, and increased right ventricular afterload.[@bib48] If it is not noticed, the patient might develop cardiovascular collapse as a result. If the expiratory flow does not reach the zero point in the flow-time curve, the presence of dynamic hyperinflation should be considered. Static auto-PEEP can be measured by occlusion maneuver at the end of the expirium ([Fig. 5](#fig5){ref-type="fig"}). In the presence of dynamic hyperinflation, the time allocated for expiration should be considered to be less than necessary. If the patient is breathing with mandatory breaths, the frequency should be decreased; the patient\'s respiratory effort might be decreased due to opioids in the spontaneous triggering ventilation. Sedation and neuromuscular blockers (NMB) will also reduce minute ventilation if administrated. High flow rate in targeted volume ventilation, square waveform or reduction of target volume are other maneuvers to extend expiration. PEEP titration according to measured intrinsic PEEP reduces the patient\'s effort to trigger the ventilator. If the patient develops severe hemodynamic impairment or arrest, the patient should be immediately separated from the ventilator, and a full exhalation should be allowed.[@bib49]Fig. 4Dynamic Hyperinflation. Note that the flow-time waveform at the top does not return to point 0  at the end of expirium.Fig. 4Fig. 5Flow-time and pressure- time waveforms during the measurement of static autoPEEP (PEEPi) with expiratory hold.Fig. 5

Algorithm for monitoring parameters and approach to deteriorated patients in MV summarized in [Fig. 6](#fig6){ref-type="fig"}.Fig. 6Initial ventilator settings in different clinical situations and monitoring tips.[@bib10]^,^[@bib21]^,^[@bib25] ABG; arteriel blood gas; BP: blood pressure; A/C: Asist controlled ventilation; SIMV: Synchronized Intermittent-Mandatory Ventilation; APRV: Airway Pressure Release Ventilation; PS: Pressure support; PVC: pressured controlled ventilation; VCV: volume controlled ventilation; I:E: Inspiration/expiration; V~T~: Tidal volume; RR: Respiratory rate; PS: Pressure support or Pressure above PEEP; PIP: Peak airway pressure; Pplat: Plateau pressure; PEEP~i~: intirinsic PEEP; NMB:neuromuscular blocker. ¶ Consider high PEEP in patients with stiff chest wall \[eg. LOV-ED study protocol; if BMI\>30 set PEEP to 8 cmH2O; if BMI\>40 set PEEP to 10 cmH~2~O\]. ^Δ^ Instead of 100%, FiO~2~ can initiate 30--40% and than titrate to achieve target SpO~2~ and PaO~2~ in the ED.[@bib10]Fig. 6

7. Sedation and analgesia {#sec7}
=========================

Sedation and analgesia applied to the patient in MV reduces discomfort from the intubation tube, protects the patient from self-injury, corrects the patient-ventilator relationship and reduces pain during interventions. For this reason, the continuous sedative infusion is a frequently used practice, but there is no standard for drug administration and it varies between regions. Fentanyl, morphine, and hydromorphone as analgesics; sedative drugs such as benzodiazepines and barbiturates are frequently used.[@bib50] Continuous propofol infusion is also one of the most frequently used applications, and it is reported that patients with mechanical ventilation with propofol infusion compared with midazolam have less mortality, patients are removed from the intensive care unit earlier, and mechanical ventilation duration is shortened.[@bib51] NMBs are especially used in patients with oxygenation problems. Only nondepolarizing NMBs are used in intensive care with a bolus administration or continuous infusion. Concurrent sedation is important in patients using NMB, and therefore it is recommended to use a method that monitors the sedation depth such as bispectral index (BIS) in these patients.[@bib50]

The effect of sedation depth on the prognosis in MV and sedation applications, which were frequently performed at the first 48--96 h, were evaluated in several studies and it was reported that patients who underwent deep sedation had higher mortality, longer duration of MV and ICU stay.[@bib52] However, the majority of studies on this subject are ICU studies. In one study, deep sedation was applied at 64% in the ED, and mortality in these patients was reported to be greater than in patients undergoing mild sedation.[@bib53] It is an important problem to provide and sustain the sedation of a patient that mechanically ventilated in the ED. In intensive care practice, the application of analgesia-first sedation, the use of propofol and dexmedetomidine instead of benzodiazepine, and the application of routine mild sedation are recommended.[@bib54] In conclusion, although regular and targeted sedation level is difficult to monitor due to the more chaotic environment of the EDs than the intensive care units and the rapid changes in the hemodynamic status of the patients, the application of mild sedation in the ED is the best approach unless otherwise is proven by the further evidence (see [Table 1](#tbl1){ref-type="table"}).Table 1The doses of sedation, analgesia and paralyzing drugs.[@bib50]^,^[@bib54]Table 1**ANALGESIAFentanylRemifentanilMorphineHydromorphone**Intermittent Dosing0.35--0.5 μg/kg IV q0.5--1 hN/A2--4 mg IV q1--2 h0.2--0.6 mg IV q1--2 hIV Infusion Rates0.7--10 μg/kg/h0.5--1.5 μg/kg/h2--30 mg/h0.5--3 mg/h**SEDATIONMidazolamPropofolDexmedetomidineKetamine**Loading dose0.01--0.05 mg/kg5 μg/kg/min over 5 min1 μg/kg over 10 min0.1--0.5 mg/kg IVMaintenance dose0.02--0.1 mg/kg/h5--50 μg/kg/min0.2--0.7 μg/kg/h0.05--0.4 mg/kg/h**PARALYSISCis-AtracuriumAtracuriumRocuronium**V**ecuronium**Initial Bolus0.15 mg/kg or 15 mg0.4--0.5 mg/kg0.6 mg/kg (1mg/kg for RSI)0.8--0.1 mg/kgStarting Infusion Rates3 μg/kg/min11--13 μg/kg/min10--12 μg/kg/min1 μg/kg/min
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